Comparison of Vitek Yeast Biochemical Card with conventional methods for speciation of Candida.
The ability of the Vitek Yeast Biochemical Card to identify yeast isolates was compared with conventional methods. Of the fifty yeast isolates tested same species identification was obtained in thirty-four isolates. The Vitek yeast biochemical card identified 13 isolates which could not be identified by the conventional tests. Though the Vitek Yeast biochemical card gave a good rapid identification the high cost of each test severely limits its routine use in most of the laboratories.